Clinical and parametric evaluation of three large-field-of-view cameras.
This paper compares the clinical and parametric performance, at 140 keV, of three different large-field cameras in a single institution. The instruments tested were the Ohio Nuclear 410, Picker 4/15, and Searle LFOV. There were differences noted in both qualitative and quantitative measurements of physical performance, but these differences could not be demonstrated in clinical studies.